Computer-assisted quality control in clinical chemistry.
A MUMPS comuter program, which stores and retrieves quality-control data from all automated and manual work-station in the laboratory, has been developed as part of a laboratory information system. Tabular displays, Levey-Jennings charts, and summary statistics are available on a real-time basis. Significant economy over previous manual methods has been observed, and the total quality-control program in the laboratory has become a more active and timely process.